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Introduction
Aspergillosis alludes to a spectrum of fungal diseases which are caused by Aspergillus species; these include invasive aspergillosis, allergic bronchopulmonary aspergillosis and chronic pulmonary aspergillosis. 1 Invasive aspergillosis is a fatal and difficult to treat infection that mainly affects immunocompromised and critically ill patients. The mortality rate of this infection is very high and successful clinical outcome depends on early start of systemic antifungal treatment, which in turn might be optimised by the prompt availability of an in vitro susceptibility result. 2, 3 Susceptibility testing of all significant isolates of Aspergillus species is recommended by British Society of Medical Mycology as the best practice. 4 The availability of in vitro antifungal susceptibility is becoming even more critical considering emerging and increasing resistance of Aspergillus species to mainstay antifungal agents, which in turn increases mortality; for instance, patients with azole resistant invasive aspergillosis have higher mortality rate compared with those with azole sensitive invasive aspergillosis. 5, 6 Both the European Committee on Antimicrobial Susceptibility Testing (EUCAST) and the Clinical and Laboratory Standards Institute (CLSI) recommend broth micro-dilution method (BMD) for filamentous fungi susceptibility testing, including Aspergillus species. 7, 8 Microbroth dilution testing is labour intensive and needs expertise which may not be available at the local clinical microbiology laboratories and its introduction into routine use remains a challenge. Mould susceptibility testing, especially Aspergillus species, was available only 17% of 154 laboratories surveyed in 2017 in the UK. 9 In light of this, a few commercial susceptibility testing methods have been marketed by different companies. Among these a broth micro-dilution-based colorimetric method, Sensititre YeastOne (YO), has been widely evaluated and shown the best correlation with microdilution reference method. [10] [11] [12] [13] Commercially available colorimetric methods are alternatives to reference methods and offer many practical advantages including ease of performing test and less subjective Minimum Inhibitory Concentration (MIC) determination. These methods require only the addition of conidia containing media and MIC end point reading is facilitated using the metabolic dye, alamarBlue.
Despite the reported high correlation of YO with BMD, one drawback of this method is that micro-titre plates come with alamarBlue already added, therefore it is not possible to optimise this growth indicator. AlamarBlue optimisation is very important as different filamentous fungi has different metabolic rate and isolates from different patient populations may vary. Lack of this optimisation may explain high amphotericin MICs in A fumigatus isolated from cystic fibrosis patients reported by Dunne et al. 14 The aim of the current study was to evaluate Micronaut-AM for Aspergillus species susceptibility testing by optimising alamarBlue concentration; inoculum and incubation time and in turn increase the repertoire of colorimetric methods available for routine use. To our knowledge there is no published work on the use of this method for filamentous fungi including Aspergillus species and no instruction was available for filamentous fungi susceptibility testing.
Material and Methods

A total of 78 clinical isolates of Aspergillus species (46 A. fumigatus; 14 A. flavus; 10
A terreus and 10 A nidulans), nine of them azole resistant, from the private collection of the department of medical microbiology of RBHT (mainly isolated from respiratory samples) were tested. This collection of clinical Aspergillus species isolates was also routinely referred to Bristol Mycology reference laboratory, where they were tested by CLSI microdilution method. MICs generated by MN were compared with CLSI MIC results. As for reproducibility studies, four isolates of A fumigatus, A flavus, A terreus and A nidulans were tested on three different days and read by three different observers.
Micronaut-AM method
MICS and MECs were interpreted as above.
Data analysis
High off-scale MICs and MECs were rounded to the next higher concentration, whilst the low off-scale values were left unchanged. Median, geometric mean, range and essential percent agreement were calculated for each species and drug (table 1).
MICs and MECs values were transformed into Log2 to normalise the data and percent agreement was calculated. Essential agreement was defined as the proportions of MICs/MECs that fall within two-log2 dilution of the median, whereas categorical agreement was defined as the proportions of results that were classifies as either sensitive or resistant, according to epidemiological cut-off, and agree in the two methods. Percent essential agreement and categorical agreement were determined for each drug using Kappa interrater agreement. Statistical analysis was carried out by using STATA R Software (StataCorp. 2017). For reproducibility studies, essential agreement (defined also as above) between experiments and observers was calculated. For echinocandin only anidulafungin was included in the data analysis since no CLSI data were available for other drugs.
A very major discrepancy was defined when Micronaut categorised an isolate as sensitive and CLSI categorised as resistant. A major discrepancy was defined when Micronaut categorised an isolate as resistant and CLSI categorised as sensitive.
Results
MICs for the quality control strain were within the expected range and MN method reliably detected eight out of nine azole resistant isolates; the remaining isolate was classified as wild type by MN in contrast to CLSI and no resistance was detected when inoculated onto VIPcheck TM system for azole resistant screening. This isolate has an MIC of 0.25mg/L in MN method compared with CLSI MIC of 1.5mg/L. 48h was sufficient incubation time and all isolates tested were able to change alamarBlue to its pink derivative and negative and positive control in MN consistently showed the expected colour and results and no discrepancies were observed. Echinocandin wells were all pink at 48h incubation, however, MEC end points were consistently indicated by the first purple well at 18-24h incubation, which was confirmed by viewing aberrant hyphal growth; the wells showing aberrant growth did not change after 48h incubation.
MICs ranges, median and geometric mean for both MN and CLSI methods are presented in table 1. Generally, both methods gave close and comparable median and geometric mean for all isolates, except that amphotericin median and geometric mean was slightly higher in CLSI for A flavus and A terreus. In addition, overall itraconazole and voriconazole median MICs were slightly lower in MN compared with CLSI. Itraconazole MN median MIC (0.0625mg/L) was two dilutions lower than that of CLSI (0.25mg/L), whereas voriconazole MN median MIC (0.125mg/L) was just one dilution lower compared with CLSI results (0.25mg/L). Median MEC of anidulafungin and median MIC amphotericin were the same for both methods for all isolates tested; 0.002mg/L and 0.50mg/L respectively.
Both essential and categorical agreements between the two methods were very high (≥ 90%) and few major discrepancies (MD) and very major discrepancies (VMD) were observed. Overall essential agreement between Micronaut-AM generated results and the reference CLSI result, as defined by the proportion of MICs/MECs that fall within two-doubling dilution of the median, was 99% for anidulafungin, 100% for amphotericin, 90% for voriconazole and 87% for itraconazole ( 
Discussion
Despite increasing Aspergillus species resistance to antifungal and associated treatment failure, few laboratories in the UK have access to susceptibility testing. 16 In a survey on mycology diagnostic capacity in 2017 only 17% of Laboratories had access to local susceptibility testing. 9 Availability of a robust commercial Aspergillus species susceptibility testing method would help overcome this challenge. We have presented here the evaluation and validation of a colorimetric method, Micronaut-AM, for Aspergillus susceptibility testing.
Micronaut-AM (MN) showed significant concordance (P <0.0001) with the reference CLSI broth microdilution method and generated minimum inhibitory concentrations (MICs) and minimum effective concentrations (MECs) that were very close and comparable to those obtained by reference method. In addition, MN reliably detected azole resistant aspergillus isolates and showed very good interobserver and interexperimental reproducibility. Furthermore, MICs and MECs end point were easily determined as consistently indicated by first blue and first purple colour respectively.
MN showed high concordance with CLSI for isolates and antifungals tested and overall essential agreement was ≥ 90% for anidulafungin, amphotericin and voriconazole. Itraconazole gave slightly lower essential agreement of 87%. These results are similar to those obtained by other researchers in the evaluation of Sensititre YeastOne colorimetric method. 10, 17, 18 Categorical agreement and essential interexperimental and interobserver agreements were equally very high and MN showed percent agreement greater than 90% for all drugs tested with very few major and very major discrepancies.
Of the very major discrepancies, Amphotericin had the highest discrepancy of three, where isolates were classified by MN as wild-type (WT) but as non-WT by CLSI.
Voriconazole showed very major discrepancy of two where itraconazole had just one very major discrepancy. Since MN is based on EUCAST these discrepancies may be explained partly by the difference between EUCAST and CLSI methods, which include higher glucose content (2% ) RPMI broth and the use of flat-bottom microdilution plate in EUCAST method. Similar discrepancies were reported by Pfaller et al., 19 when comparing EUCAST and CLSI and Wang et al., 17 when comparing YO with CLSI.
Overall MN reliably identified azole resistance. Almost all isolate that were resistant were identified by MN method and only one major discrepancy was observed, where an isolate classified as resistant by CLSI gave wild type MIC. Interestingly this isolate was also classified as wild type by azole resistance screening kit, VIPcheck TM system. 20 This may be due to the isolate losing resistance during passaging.
For echinocandins MEC was consistently indicated by the first purple well when plates were read between 18 and 24h incubations; after 48h incubation all wells were pink. This was confirmed by viewing aberrant hyphal growth under inverted microscope both at 24h and 48h incubation (data not shown). In this method, echinocandin susceptibility results can be reliably reported within 24 incubation and we found that 10 4 CFU was optimal inoculum as reported for YO by Siop et al. 15 However, our concordance was higher than those reported by these researchers, especially anidulafungin, which is probably due to the optimised almarBlue concentration.
In conclusion, our study has clinical implications to improve local fungal diagnostics where routine microbiology laboratories can provide timely access to Aspergillus species susceptibility testing. Micronaut-AM was robust and easy to use and showed good agreement with reference broth micro-dilution method results for all antifungal agents tested. In addition, echinocandin susceptibility results were available within 24 hours incubation and this method reliably detected azole resistance. This colorimetric method is very promising and appears to be a suitable alternative susceptibility testing to labour intensive reference broth microdilution methods for Aspergillus species. Therefore, further multicentre evaluation and extension to other moulds should be performed to confirm these results.
Limitations of this study
Three limitations of this study are that the two methods, MN and CLSI were not run concomitantly; resistance organisms were not confirmed genotypically and did not include echinocandin resistance. 
